Percutaneous devices to support the left ventricle.
This article will summarize the current status of three percutaneous left ventricular assist devices, review technical details involving device components and device insertion, discuss the hemodynamic changes that occur with device implantation and summarize published and ongoing clinical trials evaluating these devices in patients undergoing high-risk percutaneous coronary intervention and those with cardiogenic shock.